See related research by Senn *et al.*, <http://ccforum.com/content/13/2/R32>

In the current issue Senn and colleagues present their findings \[[@B1]\] from a study aimed at validating a new version of the FloTrac/Vigileo monitor (Edward Lifesciences, Irvine, CA, USA), a system that measures cardiac output using the arterial pulse contour method.

The pulse contour method is relatively new on the cardiac output measurement scene. The method was first used commercially in the Finapres (Ohmedia, Englewood, CO, USA), a device that used a pneumatic finger cuff to continuously measure blood pressure. By transforming the pressure wave into a flow wave, cardiac output was measured from the area under the flow curve.

In the past few years a number of pulse contour methods based on the arterial line pressure trace have been developed. The most well known of these methods are the PiCCO (Pulsion Medical Systems, Munich, Germany), the LiDCO (LiDCO Group Plc, London, UK) and the FloTrac/Vigileo. Until recently these systems have all required prior calibration using a second method of cardiac output measurement, either thermodilution (pulmonary artery or transpulmonary) or lithium dye dilution. The FloTrac/Vigileo has recently developed a method of self-calibration based on imputing patient demographic data.

The main concern with all pulse contour systems has been their failure to properly adjust to changes in circulatory dynamics, such as blood loss or peripheral vasoconstriction \[[@B2],[@B3]\]. This failure has lead to more favourable reviews when these systems have been validated in the relatively stable haemodynamic setting of postcardiac surgery, but to less favourable reviews when validated in septic or liver transplant patients, where the circulatory changes are more challenging \[[@B3]\].

The points to note about Senn and colleagues\' study are that updated software (version 1.07) was evaluated, by comparing 25 patients using the old software (version 1.03) and 25 patients using the new software (version 1.07). Comparisons of the FloTrac/Vigileo were also made against pulse contour and transpulmonary cardiac outputs using the Pulsion PiCCO system. Three serial changes in cardiac output were generated by head-up--head-down tilting, and the trending ability was assessed. Patients were kept haemodynamically stable throughout the study with propofol--remifentanil sedation, a pacing wire to control the heart rate and noradrenaline infusion targeted at a mean arterial blood pressure of 70 mmHg.

Their data showed a marked improvement in Bland and Altman limits of agreement between set A data (37.5%) and set B data (21.6%). The limits for the PiCCO, however, were equally small (25.5%). There was also a 20% difference in the reference cardiac output between the sets following the head-down tilt, as the set A reference output was 6.1 l/min and the set B reference output was 5.0 l/min. The last observation is relevant because it suggests the two sets of patients were haemodynamically different in respect to tilting responses. Differences in nursing management and the use of fluids, sedation and noradrenaline in the intensive care unit could have been responsible for this difference.

The improvement in Bland and Altman limits of agreement from 37.5% to 21.6% is puzzling. Judged against the ± 28.3% acceptable level, the new software version performed very reliably \[[@B4]\] -- but so did the PiCCO, with limits of ± 25.5%. The authors attributed this improvement to more frequent recalibration from 10 minutes to 1 minute. Readings in the study were taken after 15 minutes of continuous tilt, however, so recalibration should have occurred with both software versions. Furthermore, the basic algorithm to adjust for circulatory changes does not seem to have been modified. More recent software (version 1.10) still did not cope with the marked changes in systemic vascular resistance seen in liver transplant patients \[[@B3]\].

These impressive agreement statistics may reflect experimental design and a failure to generate sufficiently large changes in haemodynamics to properly test the device. In set B data the systemic vascular resistance only changed by 5% (from 960 to 1,008 dyn·s·cm^-5^). Head-up tilting to 30° should produce at least a 10% to 20% increase in peripheral resistance in healthy adults \[[@B5]\]. Sedation and controlling the circulation with noradrenaline may have annulled normal responses to tilting.

Senn and colleagues\' study does not in my opinion comprehensively test the FloTrac/Vigileo system as their use of tilting did not provoke sufficiently large changes in haemodynamics \[[@B1]\]. Little new information can therefore be gained about the reliability of the FloTrac/Vigileo, other than the new software only improving reliability by more frequent recalibration.

The FloTrac/Vigileo system has yet to be shown to cope with more extreme circulatory conditions. New software versions need to be rigorously tested in the animal laboratory against a true reference standard, such as an aortic flow probe, and need to be shown to track changes in cardiac output reliably over a range of conditions. Only then should human studies be performed against thermodilution, using the standard Bland and Altman approach. Finally, one should not forget that the clinical utility of the device would still need to be shown in randomized, clinical controlled trials.
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